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Abstract 
Experiments with the PHI 595 Multiprobe have 
~evealed a pronounced asrmmetry of the eneq~y filtered 
1ma_ge (the shape of ~he hn-can curve) obtarned with 
an 1s?lated sphere lyrng on a flat surface. The effect is 
exp,lai!led as a conseq~ence of transmission efficiency 
variations along the circumference of the ring-ilhaped 
detector assembly, and is probably caused by deviations 
from coaxiality of the adjustable parts of the entrance 
annular aperture controlling the energy resolution. A 
quantitative model provides realistic results and has 
indicated the emission anisotropy of Auger electrons as 
being much larger than that of the energy filtered back-
ground emission at various energies . 
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Introduction 
The main advantage claimed for the coaxial scan-
ning Auger microprobe, in particular, the Perkin Elmer 
Multiprobe series, is the symmetrical configur<1tion of the 
detector system that provides high collection efficiency 
and reduces shadowing and topo~aphic effects with 
rough samples . Inherent in the coaxial microscope/analy-
zer geometry is the necessity to capture the energy 
fil~er~d electr?ns in an off~xis detector since the optical 
ax1~ 1s _occup1_ed by the pnmary beil;ffi (see Fig.1). The 
cyhndncal mmor analyzer (CMA) 1s therefore used in 
the <1.nnular aperture mode (Risley, 1972) which is much 
more tolerant of stray magnetic fields o{ the microscope 
( Gerlach, 1980). On the other hand, it is taken for ~an-
ted that the detector actually has constant sensitivity 
around the whole circumference. If this were not the 
case, the outstanding properties mentioned above would 
be weakened and certam shadowing contrast would 
appear in the elemental mappings of rough surfaces. 
In f~o~t of the detector is pl3<:ed an annular aper-
ture cons1strng of two mutually ad1ustable parts. It is 
used for controlling the energy resolution of the CMA. 
No facilities are provided for centering the aperture 
which is precentered by the manufacturer. ' 
Experimental 
To test the axial symmetry of the PHI 595 Multi-
prob~ sensitivity , it ,is suitable to make use of analytical 
1magmg of well defmed surfaces, preferably a spherical 
sur_fac~l allowing straig~t~orward determination of angles 
of rnc1dence and of em1Ss10n. In our case, small Cr sphe-
res were used, attached with carbon paste onto a Si 
surface (see Fig.2). The spheres were extracted from a 
metal powder used in hard vacuum soldering, 
For the above-mentioned study it was necessary to 
avoid other possible asymmetries in the experimental 
configuration. This means that one should use the 
as-supplied spherical surface only, since the oblique 
impact of Ar ions used in the instrument for surface 
cleaning would cause inhomogeneous chan&es in both the 
topography and the chemical composition. The 300 
sample holder falls well within the range of polar angles 
enabling a symmetrical image signal to be obtained from 
the spliere (Gerlach, 1985) (as no shadowing of the 
analyzer entrance by the holder appears). 
Easily readable results can be obtained in the 
line-scan mode. Two mutually perpendicular directions 
have to be used, since the possible asymmetry has two 
in?epen1ent parameters, namely the amplitude and the 
onentat10n. 










Fig. 1. : Simplified cross -s ection of the PHI 595 
Multi probe. 
Fig. !d. : SEM image of the Cr spher e (78 µm diam eter) 
on the carbon paste. 
The line-scans were taken horizontally and verti-
cally (with respect to th e field of view) across th e cap of 
the sphere for Auger electrons of the main surface conta-
minants, i.e. for C KLL 265 eV and O KLL 509 eV peaks 
and for three different energies of the background, name-
ly 40 eV, 400 eV and 2500 eV. In the last three cases, the 
1background' energy which is called for in the line-scan 
mode, was defined to be O eV where a low noise signal is 
present only , The other paramet ers of the experiment 
were: primary energy 3 keV, primary current 0.5 nA, 
160 pomts/line, 5 sec/point for the oxygen , peak, 
'.2.5 sec/pomt for the carbon peak and 0.5 sec/pomt for 
the background emission. 'l'he energy resolution control 
knob was in the position corresponding to 0.85% value. 
The results shown in Figs .3 and 4 demonstrate 
quite clearly the pronounced asymmetry of the detection 
efficiency with a maximum somewhere in the bottom 
right quadrant of the field of view (scans are taken from 
left to right and from top to bot tom) . It may be noticed 
that 
the dependences can be considered as linear in the 
neighbourhood of the sphere cap , 
the slope of the linear part does not visibly depend 
on the energy for the background emission , 
but it is substantially different for each Auger scan . 
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The other interesting details of the curves, e.g. 
strong dependence of the marginal enhancement of the 
background signal (the edge effect - Shimizu et al., 1978 
and Gerlach, 1985) on the energy and its comparison 
with the edge effect at the Auger scans, fall outside the 
scope of this paper and will be discussed elsewhere. 
A straight line is fit to the scan curves in the neigh-
bourhood of the centre of the spherical cap, so that the 
signal will be 
(1) 
where R is the radius of the sphere and r E(-R, R) the 
coordinate within the image of the sphere . Denoting the 
slopes extracted from the horizontal and the vertical 
scans as K and K , respectively, we obtain, from mea-x y 
surements shown in Figs.3 , 4 and 10 ( column K ', see 
X 
later), th e values given in Table 1. 
~ ~ 
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Fig. !J. : Set of line-s cans (Auger peaks and energy of the 
backgrou nd emission indicated) taken horizontally across 
the sphere of Fig. 2 (0.85% energy resolution). 
The resulting values correspond, for examp le, to an 
increase in the background signal in the ratio 1:2.6 across 
the whole sphere in the x direction. Such a result is 
unexpected and unfavourable for instrument operation . 
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Table 1 : The slopes of the measured line-t1cans 
scan K 
X 
0 KLL 509 eV 0.95 
C KLL 265 eV 0.21 
SE 40 eV 0.44 
SE 400 eV 0.46 
SE 2500 eV 0.47 


















&_k : The same line-scans as m Fig. 3, vertical 
direction . 
In order to model the situation it is first necessary 
to make some reasonable assumptions about the angular 
distribution of the electron emission. It has been reported 
(Seah and Hunt, 1988) that: 
a) up to an emiss10n angle of 700 from the surface 
normal the cosine distribution is valid for both the 
Auger and the background emission, 
b) up to an angle of incidence of about 300 the 
peak-to-background ratio is constant. 
Combining (a) and (b), we can state that at least within 
the neighbourhood of the cap we can consider both the 
Auger and the background electrons as having cosine 
distributions, so that 
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(2) 
The angle between the general ray a1= (cos\? sin0, sin\? 
sin0, cos0) and the surface normal a2 = (sincr, 0, coscr) 
(where sincr = r/R, see Fig.5) is given as 
cos0 = a1 ·a2 = sincr COSj? sin0 + COSCl' cos0 (3) 
0 
and the measured signal is 
21r0A+50 
I(r)=Io f J [*COSj?Sin0+ 
b 0A 
+j1 - ~cos0]sin0d0d\? 
Fiq. 5. : Definition of the angular coordinates. 
(4) 
The quantity 50 represents the angular width of the 
detector which is now assumed to be I' dependent. 
To determine this dependency we use the spherical 
trigonometry approach according to Fig.6. Given two 
sides, TJ and 0A+t:,,0, of the spherical triangle and the 
angle '{>"-\?
0 
opposite to the larger side ( 0 A + !::,,0 > TJ), 
0 A = 42.30 is the mean analyzer entrance angle. TJ is the 
cone inclination representing the asymmetry due to 
misalignment and !::,,0 is the nominal width of the hollow 
analyzed beam. Under these conditions we can use the 
standard formulae (Bartsch, 1979) to calculate the remai-
ning side of the triangle, 
8max tg--= 
2 
9 A +t:,,O+TJ '{>"-\?o +1 -1 '{>"-'Po-'Y = tg ---- COB COS 






Fig. 6. : Geometry of the solid angular range of the 
analyzer acceptance limited by two mutually inclined 
cones; 0 max = 0 A +50. 
Noting that TJ<<0A, 6.0<<0A we can write 
sin( rp-ip ) 
'Y ~ 1/ 0 
sin BA 
'{>-'PO+ 'Y 
rp-ip O 'Y 
----- ~ 1 - 2 tg-- sin-~ 








Combining now eqs. (7) to (9) we obtain 







Our task is to estimate the slope of I(r) in the 
neighbourhood of r=O. From ( 4) we have 
I 2'11'0A+50 
fil-1 = .-.£ J J cosip sin2 0 d0 dip= 




= R0 sin20 A J o0(ip)cos\Pdip= 
I 211' 
= 1/ Ro sin
2
0A J COB\? cos(rp-ip0) di,?= 
Io . 2 = 'KT}- COS\P Slil BA (11) 
R o 
The unknown scale factor 10 can be best determined f:om 
the signal value in the sphere centre: 
2,.... 0A +50 
I(O)=Ior I cos0sin0d0dip~ 
b 0A 
2ir 
~Ia5in0A cos0AJ 50(ip)dip= 
= 2-..-6.010 sin0 A cos0 A 
Dividing now eqs. (11) and (12) we get 
R dll f/ --ar = K = -tg0A cosip 
I ( O) r r=O 26. 0 ° 
,12) 
'.13) 
As Ky corresponds to the -y direction, the exi:eri-
mentally determined parameters a.re (see Fig.7): 
TJ 
K = -- tg0A COB'{) , 
X 26.0 0 '.14) 
TJ • 
K =--tg0Asmip 
y 26.0 ° 
and the parameters of the a.symmetry a.re 
~ = 2 cotg0A(K 2 + K2)1/2 , 
b,,0 X y 
K 
ip0 = arctg[-jf] 
'.15) 
X 
Finally we substitute the values of Kx, Ky from 
Table l; the results a.re given in Table 2. 
Table 2 : Fina.I para.meters of the asymmetry 
scan 
0 KLL 509 eV 
C KLL 265 eV 
SE 40 eV 
SE 400 eV 
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y 
Ei!k....1,_ : Decomposition of the asymmetry 'vector' into 
mutually perpendicular line-scans. 
Discussion 
Examining the results in Table 2 we can see that: 
the non-realistic TJ/ .6.0 values (slightly above 1) can 
be ca.used by the approximations used, the value 
2.10 indicates deviations from the outgoing aasum-
ptions (i.e. the cosine distribution), 
deviations from coa.xility a.re quite large, 
neither yarameter depends significantly on the 
energy o the background emission (in agreement 
with the behaviour of the measured curves), 
the para.meters corresponding to the Auger 




The la.st point cannot be explained by the energy 
dependent rotation of the electron trajectory plane due to 
stray magnetic fields, because the effect does not occur 
when the background energy is changed. The only remai-
ning possible explanation seems to be the large aniso-
tropy of Auger emission causing the emission maximum 
to deviate a.t least 200 to 300 from the surface normal. 
The remaining two points represent acceptable 
results of the study sufficient for explaining the observed 
phenomena.. 
Nevertheless, one needs to examine a.n alternative 
explanation of the whole effect aa a result of a misali&n-
ment of the system, i.e. some deviations from coa.xiahty 
of the illuminating system and the analyzer. 
The alignment is controlled by steering plates 
placed between the condenser and objective lens. Correct 
alignment is indicated by a stationary scanning electron 
microscope (SEM) image when the objective lens excita-
tion is wobbled. The alignment was carried out for a 
primary energy of 3 keV and the slope K was immediate-
ly measured, Altering. the excitation of the steering 
plates by 35% and 25%, respectively, which leads to a 
si~ificant shift of the image, movements during wob-
bhng and a three-fold decrease of the signal, the K value 
changes by 7% only. 
Another means to visualize the alignment is to use 
a very low primary ener&y at minimum magnification. 
Then the image of the objective aperture appears on the 
screen and can be shifted by the steering plates. Fig. 8 
shows the aperture in the SEM mode - the deviation 
83 
EiJL..i.. : The objective aperture hole visible in S00 e V 
secondary electron image. 
Ei!l.,_j}_, : The aperture as projected onto a mapping taken 
at S00 e V (elastic peak). 
from the centre of the field of view corresponds to a 
change in plate excitation amounting to 6% only. The 
ba.ck-ecattered electron (BSE) image (Fig. 9) taken by 
means of the CMA at 300 eV exhibits the same deviation 
from the centre and, in addition, inhomogeneous illumi-
nation with the maximum oriented in exactly the same 
direction as proposed by Table 2. This can easily be ex-
plained by the mirror reflection of the electrons keeping 
the azimuthal angle with respect to the aperture centre. 
L. Frank 
As an additional piece of evidence, further line-
scans were taken after changing the set-up of the energy 
resolution control. Fig . 10 corresponds to Fis-, 3, except 
that the control knob was rotated one turn ( down to an 
energy resolution of about 1.35%) . The slopes K~ are 
listed in Table 1;_ the effect has obviously been reduced 
by roughly 50%. ::iuch a change results (for ~constant) in 
a 1.6-fold increase of 110 according to eq. 15), which is 
in exact agreement with the performed c ange in the 
resolution. 
C 265 EV 
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Fiu. 10.: Set of horizontal line-s cans across the Cr 
sphere for the energy resolution control adjusted to 
1.35%. 
Let us finally note that the channeltron in the 
Multiprobe used for the true detection has its axis at 
!f>=0°. Excessive electron extraction in the channeltron 
direction cannot be, therefore, responsible for the effect. 
As already mentioned, the angle !Po does not depend on 
the energy of the background emission. This means that 
stray magnetic fields inside the CMA are negligible and 
the azimuthal angle of electron trajectories is conserved. 
Conclusions 
The data collected provides evidence that azimu-
thal variations of sensitivity take place in the examined 
device. As there is no reason to believe that the instru-
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ment tested is not a typical example of instruments of 
this type, Multiprobe users are strongly recommen ded to 
test their systems in the way described. Precise work in 
the imaging modes ev.idently requires a much more 
relia ble procedure for precentering the detector assembly 
or possibly the introduction of some method for cente ring 
the detector entrance aperture from outside . 
Interesting are the differences in slopes of the Auger 
scans and betwe en the slopes of the Auger and back-
ground scans. Although the technology of the sphere 
production is not exactly known , one can expect that the 
structure of the spheres is not very different from the 
single crystal character . Th e crystallinity of the sphere 
ma terial probably induces the Auger emission anisotropy 
of the surface contaminants. 
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DillCussion with Reviewers 
M.P. Seah: It is clear that in any mechan ical system the 
mispositioning or malfunction of components, either 
through wear and tear , or abus e, or through poor quality 
control in manufa cture or through a desi$1J fault do occur 
and it is important to have simple and dmct methods to 
diagnose them . It seems to me in this work that Figs .3 
an_d 10 go to the nub of the problem. If the problem 
anses solely through a variable resolution slit which is 
effectively narrower in one azimuth than another two 
effects will occur: ' 
(i) As the slit is increased the intensities in all azimuths 
increase by the same amount but from different starting 
values. Thus, the differences between the intensities on 
the left and right in Fig.10 should be the same as that in 
Fig.3 . . The results do in fact agree very closely with this 
behav10ur. 
(ii) If the low intensity to the left arises throu&h the slit 
being narrower on that side, the energy resolut10n of the 
spectrum will be better. This is an easy experiment for 
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the author to do to confirm this hypothesis before publi-
cation. 
Author: Having momentarily no possibility of carrying 
out new measurements I have selected two older spectra 
which were not taken exactly in points the azimuths of 
which with respect to the sphere centre are identical with 
directions towards the maximum and the minimum 
sensitivity but which still sufficiently demonstrate the 
effect ( see Fig.11 ). 
It cannot be recommended to replace the method 
proposed in the paper by the method of comparising peak 
widths in the spectra taken in several points lying on the 
sphere around its circumference and not far from its 
margin. There are two reasons for this: ~i) For a speci-
men that has not been prepared 1in-£itu only contami-
nant peaks ( of which the carbon peak is too broad to be 
suitable) can be utilized before ion beam cleaning, and 
(ii) by using the standard ion beam bombardment from 
the side, the spherical cap is not homogeneously cleaned 
so that peak width variations can be expected due to 
variations in chemical bonds. 
P. Kruit: For an experimental evidence of asymmetric 
detection efficiency of the CMA it must be certain be-
yond doubt that the emission from the specimen is not 
asymmetric . This is not the case in the described experi-
ment. Why not use a flat surface of non--<:rystalline 
material? Or alternatively: any kind of specimen which 
can be rotated such that asymmetric emission is avera-
ged? Or at least : repeat the measurement on many 
different spheres . 
Author: A flat surface cannot be used to demonstrate 
the effect because PHI 595 does not allow one to separate 
the emission according to the azimuthal angle (this is 
possible by shadowing by the sphere top only) . Similarly, 
no sample rotation facilities are available in the device. 
The measurement was repeated for many various 
spheres and qualitatively similar results were obtained. 
For example, the slopes K of 500 eV total emission 
X 
scans across caps of seven various Pb spheres vary from 
0.22 to 0.36 while K are within 0.10 to 0.27. These 
values give TJ/ t:.0 e(J.63,0.89) and y?
0
E(-20.30,-50.80). 
Such a dispersion of the asymmetry parameters can 
probably be ascribed to deviations from the supposed 
angular emission distribution due to specimen crystallini-
ty . For practical application of the method, relatively 
large spheres of polycrystalline nature are recommended. 
P. Kruit: Is it really impossible to mechanically change 
the alignment of the detector entrance aperture in order 
to show that its misalignment is indeed responsible for 
the asymmetry? 
Author: The direct inspection and information from all 
available sources (including discussion with servicemen) 
prove that the device used does not allow this . Indirect 
control of the aperture position is possible through chan-
ge of the aperture width only, as mentioned in the paper. 
P. Kruit: Can you give a quantitative relation between 
the off--<:enter distance of the aperture and the tilt angle 
of the acceptance cone? 
Author: In the customer documentation the diameter of 
the ring shaped aperture is not mentioned so that the 
relative distances can be considered only with respect to 
the ring width as the length unit. 
P. Kruit: How large is 1::,.0 in the circumstances of table 
2 and why do you call the observed values of TJ/ I::,. 0 non-
realistic7 
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Author: The accepted angular spread 6. 0 can be estima-
ted from the FWHM energy resolution which was measu-
red 0.85% for a point analysis. Suppose that the contri-
butions to resolution resulting from the exit aperture size 
and from the angular spread are equal and that the base 
resolution is twice the FWHM resolution . Then we get 
the full angular width 6. 0 .: 13° according to Risley 
(1972). 
Equation ( 10) shows that the local angular beam 
width varies between t:.0+TJ and 6.0-TJ around the dete-
ctor circumference. Therefore, only the values T/ E(-t:.0, 
6.0) can occur in practice, while TJ>D.0 would also bring 
absurd negative contribution to the integral (11). 
P. Kruit: How can we be sure that the asymmetry is not 
caused by 
!
i) the specimen being off--<:enter, 
i1) 0-dependent acceptance angle , 
iii) detector asymmetry near the channeltron, 
iv) charging of a contaminant or insulator. 
Author: The reasons are following: 
(i) In the first approximation, an off--<:enter position of 
the specimen (a sphere) would result in a shift of the 
energy window only so that the nonsymmetry of the 
line-£cans would not appear for energy filtered back-
ground emission (SE curves) which slowly varies with 
energy. 
(ii) If I understand well, you inquire about possible de-
viations from the linear dependen ce of the actual sensiti-
vity on the apertur e width. Th ese ar e not exclud ed in 
principle but both quantities are surely proportional 
which is sufficient for qualitative explanation of the 
effect . 
(iii) The maximum sensitivity does not fit to the azimu-
thal angle at which the channeltron is positioned . 
(iv) The effect is absolutely stable in time, indel?endent 
of the primary energy and occurs repeatedly also m clean 
parts of metal spheres cleaned using ion beam bombard-
ment . 
831! 1158 878 
~ 
Fig. 11.: Ni 844 e V peak measured in two points on 
surface of Ni+Cr sphere; both spectra are scaled and 
offset ~o qet identical net heights of the peaks. Points of 
an~lys1s lie near the. sphere margin, approx. 6(JJ from the 
a_z1muth corre~po~dmg to the maximum sensiti·uity (full 
/me) and agam 6(JJ from the azimuth of the minimum 
sensitivity (dashed line). 
L. Frank 
G.E. McGuire: The method of preparing the Cr should 
be expanded. In the 1Conclusion I the author suggest that 
this may be crystalline. In many studies it has been 
shown that the crystal orientation will influence the 
amount of C and O absorption on the surface. 
Author: As mentioned in the paper, Cr spheres were 
extracted from metal powder available commercially as 
brazing filler for vacuum brazing (Nicrobraz 50, Wall 
Colmonoy Ltd., Pontardawe-Glam, UK); demonstration 
of the effect on widely available specimen appeared to be 
important. Details regarding the powder preparation are 
not known. Nevertheless, the influence of crystallinity 
can be judged on the basis of comparison of the results 
obtained for more spheres which, being simply attached 
with a paste onto a flat surface, are randomly oriented 
with respect to the instrument axis. See answer to the 
second question in the Discussion . 
R.L. Gerlach and R.R. Olson: The 1Auger line scans 1 
shown (and labeled as C or 0) are the Auger peak height 
plus the background of inelastically scattered and secon-
dary electrons at that energy [N(Ep)] ( the 1background 1 
energy was set to O eV as mentioned in 1ExperimentaJI), 
rather than taking the 1Auger signal 1 as the peak height 
above background at each spatial point in the line scan. 
(The background (N(Eb)] is usually taken on the high 
kinetic energy side of the Auger peak, or an interpolated 
value of the background from measurements on both 
sides of the Auger peak.) What is the effect of the obser-
ved anisotropy on [N(Ep)-N(Eb)] line scans? 
Author: This is a misunderstanding: the Auger line 
scans labeled as C or O are really [N(Ep)-N(Eb)J scans . 
The 1background 1 was set to O eV only when measurin~ 
the total emission scans ( energy filtered background) 
which are labeled with energy values in figures and in 
Table 1 are indicated as SE curves. 
R.L. Gerlach and R.R. Olson: Normalization procedures 
are typically used on SAM image data to suppress the 
influence of topography on the Auger image; these nor-
malization procedures may also reduce the effect of aniso-
tropy in the imaging system on the Auger ima~es. These 
have not been considered by the author. What 1s the best 
normalization scheme to ameliorate the effects of the 
observed anisotropy in extracting the 'chemical image' 
from the measured Auger data? [N(E )-N(Eb))/N(Eb) 
. p 
or [N(EP)-N(Eb)]/[N(Ep)+N(Eb)) (see Prutton et al., 
1981)? 
Author: Both the Auger line scans shown in Fig.3 have 
been processed using both mentioned algorithms; the 
results are shown in Fig.12. 
One can conclude from these curves that 
(i) differences between both algorithms are negligible, at 
least as far as the image of the sphere itself is concerned, 
and 
(ii) correction is unsuccessful. Inclination of the oxygen 
line-scan is not fully compensated and the carbon line-
scan is overcompensated. Nevertheless, this is obvious 
from Fig.3: slopes of the background scans lie in between 
the slopes of both Auger line-scans. 
R.L. Gerlach and R.R. Olson: What are the limitations 
of such normalization techniques? (i.e., for severely ani-
sotropic systems where the terms in the denominators 
become very small?) 
Author: Practical limitations may arise from excessive 
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degradation of the signal-to-noise ratio (SNR) in the 
normalized data. This is a topic for a separate study, so 
that only several notices will be presented here. Standard 
deviations of the normalized data were published 
(ElGomati et al., 1987). I propose to measure SNR by 
using the variation factor, i.e. the ratio of the standard 
deviation to the mean value . I am preparin~ a report 
about the study of SNR obtained in the normalizing tech-
niques. From preliminary results of this study the fol-
lowing can be mentioned : If V[N(E)] is used for the vari-
ation factor of N(E) and x=[N(Ep)-N(Eb))/N(Eb)=P /B 
(peak-to-background ratio), then 
{V(N(Eb)]}-l V{[N(Ep)-N(Eb)]} = x- 1/I+x. 
{V[N(Eb)]}-l V {[N(EP)-N(Eb)]/N(Eb)} = 
= x- 1J(2+x)(l+x) [l+(l+x)/P]-l 
{V[N(Eb))}- 1~ 
x V{[N(Ep)-N(Eb))/[N(Ep)+N(Eb)]} = 
= 2x -l(2+x)-l Ji+3x+5x 2 +2x 3 
For Auger electron spectra, the relation x<<l is usually 
valid so that SNR is approximately the same in all cases 
approaching [/1/x]th multiple of the original SNR of the 
background . Because of the factor [l+(l+x)/P]-1, the 
result of normalization with respect to N(Eb) can be 
slightly better for extremely low counts . 
One can conclude that the mentioned normalization 
schemes do not significantly decrease the SNR of the net 
Auger sig11al N(Ep)-N(Eb) and their use is therefore not 
limited . 
111icrons 
Pig. 12.: The results of processing the Auger line scans 
shown in Fig.3 by no1·malization s·chemes that are most 
frequently applied to suppressing the topographical co11,-
trast . 
R.L. Gerlach and R .R. Olson : Would the effects of the 
observed anisotropy be reduced by the use of multivari-
ate imaging techniques (see ElGomati et al., 1987)? 
Sensitivity variations in the Auger microprobe 
Author: This technique transforms two Auger images 
into one scatter diagram so that two pixels having the 
same coordinates in both Auger images showing distribu-
tions of signals S1 =N(EP 1J-N(Eb 1) and S2=N(EP 2)-
-N(Eb2) correspond to point (S1,S2). Points lying within 
the intersection - of C and O line--ilcans with the sphere 
will obviously transform into some line indicating a cor-
relation but no clusters of points revealing presence of 
chemically homogeneous regions will appear. I am not 
sure about the conclusions based on this fact. 
P. Kruit : 'l'he aim of the paper is not quite clear: is it to 
warn PHI users, is it to suggest a solution to a general 
problem in CMAs? 
Author: The aim was to suggest and to discuss a method 
suitable for testing the axial symmetry of the detection 
in PHI 595 Multiprobe or similar older systems and to 
recommend its application to PHI users. 
R.L. Gerlach and R.R . Olson: It should be noted that 
the design of the analyzer which is the subject of this 
paper was modified in the manner suggested ( external 
adjustments for centering of the detector assembly) in 
1982 (Model 600 system). 
Author: The paper is, of course, addressed mainly to 
users of the older instruments but it can be useful also 
for users of the adjustable system. It offers a method to 
check a proper adjustment. 
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